Key Teaching Points•Compared to conventional pacemaker systems, pacing thresholds in the Nanostim leadless pacemaker showed greater magnitude of improvement of pacing threshold.•Even if an initial pacing threshold is high, a longer waiting period may lead to significant reduction of the pacing threshold.•The unique behavior of the Nanostim pacemaker system is likely owing to the difference in the size of the helix and the position of the anode compared to traditional active-fixation transvenous leads.

Introduction {#sec1}
============

Cardiac pacing has been an established therapy for patients with bradyarrhythmias. In conventional pacemakers, lead-related complications such as venous obstruction, insulation fracture, and lead-related infection are the main concern after pacemaker implantation. Recently leadless pacemaker systems (LPS) were developed and now function to overcome these lead-related complications.

The Nanostim LPS (St Jude Medical, St. Paul, MN) can provide pacing for bradyarrhythmias. This system is a pulse generator with built-in battery and electrodes for implantation in the right ventricle. It is well known that in conventional pacing systems the pacing thresholds of implanted leads tend to rise initially owing to tissue injury surrounding the implanted pacing lead.[@bib1] These initially high pacing thresholds tend to attenuate within the first 5--10 minutes after implantation. However, if these high pacing thresholds remain after this period of time, then repositioning of the conventional pacemaker lead may be considered. The behavior of pacing thresholds in LPS is not well documented. We report on 2 patients with LPS in whom pacing thresholds showed differing behavior from conventional pacemaker systems.

Case reports {#sec2}
============

Case 1 {#sec2.1}
------

A 71-year-old man with a history of symptomatic 4 seconds of asystole (documented on an insertable cardiac monitor) was admitted for the Nanostim LPS implant. An initial right ventriculogram was used to identify an appropriate implant location ([Figure 1](#fig1){ref-type="fig"}). An apical septal location was selected. The LPS was actively fixed in place and then positioned into tethered mode. The R-wave amplitude was documented as \>12.0 mV and the impedance of the device was 1830 ohm. Initial pacing thresholds were higher than 6.5 V. As the location was favorable, the decision was made to wait rather than reposition the LPS. After 30 minutes, the threshold went down to 2.25 V at a pulse width (PW) of 0.4 ms. As the threshold had down-trended to an acceptable value, we released the LPS into the right ventricle ([Figure 2](#fig2){ref-type="fig"}). The following day, interrogation revealed that the threshold had decreased to 0.5 V at a PW of 0.4 ms, and the impedance decreased to 1520 ohm.Figure 1An initial right ventriculogram was used to identify an appropriate implant location.Figure 2Final position of the leadless pacemaker (*arrow*).

Case 2 {#sec2.2}
------

A 72-year-old man with a low functional capacity developed a high-degree atrioventricular block and was admitted for an LPS implant. The LPS was implanted in the same manner as described in case 1. Initial R-wave amplitude was 3.0 mV, with an impedance of 1330 ohm; and pacing threshold could not be measured (\>6.5 V). Considering the ideal apical septal anatomical location, the decision was made to wait and monitor rather than reposition the LPS. Twenty-five minutes post implant, the threshold attenuated to 2.0 V at a PW of 0.4 ms. The LPS was released into the right ventricle. Interrogation of the implant the following day revealed that the threshold was 0.5 V at a PW of 0.4 ms, and the impedance decreased to 800 ohm.

Discussion {#sec3}
==========

After implantation of pacing leads, the pacing threshold may vary over time. In conventional pacing systems, pacing thresholds of active-fixation implanted leads tend to rise initially owing to tissue injury.[@bib1], [@bib2] These leads can cause tissue injury, and therefore adequate pacing thresholds may not be obtained immediately. It is likely that the trauma caused by extension of a screw helix into the myocardium is responsible for this hyperacute evolution of the intracardiac electrogram. In conventional pacemaker systems with conventional active-fixation leads, a high pacing threshold of \>2.25 V (after a waiting period of 5--10 minutes) should be considered for possible repositioning.[@bib3]

The behavior of pacing thresholds of leadless pacemakers after initial implantation has not been well known. Recently Piccini and colleagues[@bib4] reported on pacing threshold behavior of after implantation of a Micra transcatheter LPS. They confirmed that the pacing threshold of the Micra LPS behaved in a similar fashion to traditional transvenous leads, and the vast majority of patients with a pacing threshold of \<2 V had a pacing threshold of ≤1 V at follow-up. In contrast, patients with a pacing threshold of \>2 V had a significant risk of persistently elevated pacing thresholds of \>2 V at follow-up. This result suggests that confirmation of low threshold at the initial implant is associated with acceptable pacing threshold during follow-up.

The Nanostim LPS is a new technology for which trends of pacing thresholds are not well elucidated. The Nanostim LPS has a screw-in helix that penetrates into the right ventricular (RV) myocardium. The device also has nylon tines that provide a secondary fixation system. The tip of the electrode has a composite of dexamethasone sodium phosphate that is intended to promote low acute and chronic stimulation thresholds by suppressing the local inflammatory response to a foreign body. In our 2 patients, the initial RV pacing threshold was too high and in fact we had no capture at maximum output. However, these RV leads appeared to be fixed in an ideal position and repositioning was not performed. Thresholds in both cases did not become acceptable until 25 minutes after implantation, and the following day the threshold improved significantly in both patients.

In a pivotal study, the mean sensing and pacing threshold values improved significantly over time, from 0.82 ± 0.69 V at the time of pacemaker implantation to 0.58 ± 0.31 V at 12 months.[@bib5] Unfortunately this pivotal trial of Nanostim LPS did not make mention of acute threshold immediately after implantation, and no predetermined observation period was defined as to when to determine repositioning vs accepting the implant threshold.

In our cases, compared to traditional active-fixation leads in conventional pacemakers, the Nanostim LPS showed a greater magnitude of improvement of pacing threshold after the initial implantation. This is likely owing to the difference in the size of the helix and the position of the anode compared to traditional active-fixation transvenous leads.

In the pivotal study, 29.8% of patients required repositioning of the Nanostim LPS owing to either high pacing threshold or inadequate sensing amplitude.[@bib5] Cardiac perforation is one of the most serious complications after Nanostim LPS implantation, and unnecessary attempts at repositioning can be associated with perforation.[@bib5] In our patients, a plan of waiting up to 30 minutes and monitoring revealed attenuation of thresholds to a favorable level. This enabled us to circumvent unnecessary repositioning. Further studies are needed to confirm our findings.

Conclusions {#sec4}
===========

The pacing threshold in the Nanostim leadless pacemaker might be high immediately after implantation. A tentative plan of waiting and monitoring resulted in the attenuation of thresholds to acceptable levels, and such an approach may be required to avoid unnecessary repositioning. More data are needed to conclude if this watchful waiting strategy should be universally applied to Nanostim LPS.
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